
Cable #  Terminal Block Voltage Tap Cable# Feed-Thru# Cable# Feed-Thru# Voltage Tap Terminal Block Cable #  
Cable #2-PR3 blk TB1-1 VT-LH3-A   WARM Red-1 Blk-11 VT-LC13-A WARM TB8-1 Cable #6-PR4 blk

TB1-2 VT-LH3-B   WARM Red-2 Blk-12 VT-LC13-B WARM TB8-2
Cable #2-PR2 wht TB1-3 VT-LH1-A FT6-1 FT7-1 VT-LC11-A TB8-3 Cable #6-PR3 blk

TB1-4 VT-LH1-B FT6-2 FT7-2 VT-LC11-B TB8-4
Cable #2-PR2 blk TB1-5 VT-LH2-A FT6-3 FT7-3 VT-LC12-A TB8-5 Cable #6-PR4 wht
Cable #2-PR3 wht TB1-6 VT-LH2-B FT6-4 FT7-4 VT-LC12-B TB8-6
Cable #3-PR2 wht TB1-7 VT-LHS1-A FT6-5 Blk-13 VT-LC16-A WARM TB8-7 Cable #6-PR6 blk
Cable #3-PR2 blk TB1-8 VT-LHS1-B FT6-6 Blk-14 VT-LC16-B WARM TB8-8

TB1-9 VT-LHS2-A FT6-7 FT7-5 VT-LC14-A TB8-9 Cable #6-PR5 blk
Cable #3-PR3 wht TB1-10 VT-LHS2-B FT6-8 FT7-6 VT-LC14-B TB8-10

TB1-11 VT-LHS3-A WARM Red-3 FT7-7 VT-LC15-A TB8-11 Cable #6-PR6 wht
Cable #3-PR3 blk TB1-12 VT-LHS3-B WARM Red-4 FT7-8 VT-LC15-B TB8-12

TB1-13 VT-LS3-A   WARM Red-5 GROUND-8
Cable #5-PR3 blk TB1-14 VT-LS3-B   WARM Red-6 Blk-15 VT-LC23-A WARM TB9-1 Cable #7-PR4 blk
Cable #5-PR2 wht TB1-15 VT-LS1-A FT6-9 Blk-16 VT-LC23-B WARM TB9-2

TB1-16 VT-LS1-B FT6-10 FT8-1 VT-LC21-A TB9-3 Cable #7-PR3 blk
Cable #5-PR2 blk TB1-17 VT-LS2-A FT6-11 FT8-2 VT-LC21-B TB9-4
Cable #5-PR3 wht TB1-18 VT-LS2-B FT6-12 FT8-3 VT-LC22-A TB9-5 Cable #7-PR4 wht

GROUND-1 FT8-4 VT-LC22-B TB9-6
TB2-1 VT-H1-A FT1-1 Blk-17 VT-LC26-A WARM TB9-7 Cable #7-PR6 blk

Cable #1-PR1 wht TB2-2 VT-H2-A FT1-2 Blk-18 VT-LC26-B WARM TB9-8
Cable #1-PR1 blk TB2-3 VT-H3-A FT1-3 FT8-5 VT-LC24-A TB9-9 Cable #7-PR5 blk
Cable #1-PR3 wht TB2-4 VT-H4-A FT1-4 FT8-6 VT-LC24-B TB9-10
Cable #1-PR3 blk TB2-5 VT-H5-A FT1-5 FT8-7 VT-LC25-A TB9-11 Cable #7-PR6 wht
Cable #3-PR1 wht TB2-6 VT-H6-A FT1-6 FT8-8 VT-LC25-B TB9-12
Cable #3-PR1 blk TB2-7 VT-H7-A FT1-7 GROUND-9

GROUND-2 FT4-1 VT-C11-A TB10-1 Cable #6-PR3 wht
Cable #2-PR1 wht TB3-1 VT-H1-B FT2-1 FT4-2 VT-C12-A TB10-2 Cable #6-PR1 wht
Cable #2-PR1 blk TB3-2 VT-H2-B FT2-2 FT4-3 VT-C13-A TB10-3 Cable #6-PR1 blk
Cable #1-PR2 wht TB3-3 VT-H3-B FT2-3 FT4-4 VT-C14-A TB10-4
Cable #1-PR2 blk TB3-4 VT-H4-B FT2-4 FT4-5 VT-C15-A TB10-5 Cable #6-PR5 wht
Cable #1-PR4 wht TB3-5 VT-H5-B FT2-5 FT4-6 VT-C11-B TB10-6
Cable #1-PR4 blk TB3-6 VT-H6-B FT2-6 FT4-7 VT-C12-B TB10-7

TB3-7 VT-H7-B FT2-7 FT4-8 VT-C13-B TB10-8 Cable #6-PR2 wht
GROUND-3 FT4-9 VT-C14-B TB10-9 Cable #6-PR2 blk

TB4-1 VT-S1-A FT3-1 FT4-10 VT-C15-B TB10-10
Cable #4-PR1 wht TB4-2 VT-S2-A FT3-2 GROUND-10
Cable #4-PR1 blk TB4-3 VT-S3-A FT3-3 FT5-1 VT-C21-A TB11-1 Cable #7-PR3 wht
Cable #5-PR1 wht TB4-4 VT-S4-A FT3-4 FT5-2 VT-C22-A TB11-2 Cable #7-PR1 wht
Cable #5-PR1 blk TB4-5 VT-S5-A FT3-5 FT5-3 VT-C23-A TB11-3 Cable #7-PR1 blk

TB4-6 VT-S1-B FT3-6 FT5-4 VT-C24-A TB11-4
TB4-7 VT-S2-B FT3-7 FT5-5 VT-C25-A TB11-5 Cable #7-PR5 wht

Cable #4-PR2 wht TB4-8 VT-S3-B FT3-8 FT5-6 VT-C21-B TB11-6
Cable #4-PR2 blk TB4-9 VT-S4-B FT3-9 FT5-7 VT-C22-B TB11-7

TB4-10 VT-S5-B FT3-10 FT5-8 VT-C23-B TB11-8 Cable #7-PR2 wht
GROUND-4 FT5-9 VT-C24-B TB11-9 Cable #7-PR2 blk

Cable #2-PR4 wht TB5-1 SPHTR H 5-1-1 FT1-10 FT5-10 VT-C25-B TB11-10
Cable #2-PR4 blk TB5-2 SPHTR H 5-1-2 FT1-11 GROUND-11
Cable #3-PR4 wht TB5-3 SPHTR H 10-3-1 FT2-10 TC 1 TB12-1
Cable #3-PR4 blk TB5-4 SPHTR H 10-3-2 FT2-11 TC 1 TB12-2
Cable #5-PR4 wht TB5-5 SPHTR S 1-1 FT3-11 TC 2 TB12-3
Cable #5-PR4 blk TB5-6 SPHTR S 1-2 FT3-12 TC 2 TB12-4
Cable #6-PR7 wht TB5-7 SPHTR C1 1-1 FT4-11 TC 3 TB12-5
Cable #6-PR7 blk TB5-8 SPHTR C1 1-2 FT4-12 TC 3 TB12-6
Cable #7-PR7 wht TB5-9 SPHTR C2 1-1 FT5-11 TC 4 TB12-7
Cable #7-PR7 blk TB5-10 SPHTR C2 1-2 FT5-12 TC 4 TB12-8

GROUND-5 TC 5 TB12-9
TB6-1 Fan Air Flow Out TC 5 TB12-10
TB6-2 Fan Air Flow Out TC 6 TB12-11
TB6-3 NC TC 6 TB12-12
TB6-4 NC TC 7 TB12-13
TB6-5 Fan Air Flow In TC 7 TB12-14
TB6-6 Fan Air Flow In TC 8 TB12-15
TB6-7 LDHTR 4 TC 8 TB12-16
TB6-8 LDHTR 4 GROUND-12
TB6-9 LDHTR 5
TB6-10 LDHTR 5
TB6-11 LDHTR 6
TB6-12 LDHTR 6
TB6-13 WUHTR 1
TB6-14 WUHTR 2
TB6-15 WUHTR 3
TB6-16 WUHTR 4

GROUND-6
TB7-1 QPHTR 1-1 FT1-8
TB7-2 QPHTR 1-2 FT1-9
TB7-3 QPHTR 2-1 FT2-8
TB7-4 QPHTR 2-2 FT2-9

GROUND-7
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